Abstract -This paper discusses the dynamic error characteristics of touch trigger probes used with coordinate measuring machines.
I. INTRODUCTION
touch trigger probes may be improved, which is the main purpose of the investigation.
There appeared to be little work specifically on the dynamic errors of touch trigger probes although there was literature on probes and CMMs more generally. Bosch [ I ] briefly described the dynamic measurement errors generated by the machine. Weekers and Schellekens [2] and Mu et al [3] examined the dynamic errors of the CMM system for fast probing, i.e. the combined machine and probe dynamic errors were assessed. Other references on probe error modelling and correction are 
II. PROBE DYNAMIC ERRORS
The probe dynamic measurement errors are influenced by a number of factors, which may be identified and illustrated using a fishbone diagram (Fig. 1) .
Co-ordinate measuring machines (CMMs) have been increasingly used in industry for measuring the A. Motion related factors dimensions of a large range of engineering components. Due to the demand for shorter cycle times of the measurement tasks, for example, when scanning a component with a high density of gauging points on the work surface there is an increased requirement for faster C M M operation. A s a result the When a probe makes contact with the measured surface, the impact force is influenced by several factors including probe approach speed, probe acceleration, approach distance and probing angles (longitude, latitude).
influence of the dynamic errors of the CMM system will increase. Since most CMMs are fitted with touch For example, the higher the probe approach speed, as trigger probes and because one of the largest sources the stylus tip contacts the work surface, the greater the of measurement error in the CMM system is the touch dynamic forces On the probe system There would be trigger probe itself, it is very important to gain an in-more flexing and distortion of the stylus/probe depth knowledge of the characteristics of the probe which would increase the measurement dynamic errors so that the dynamic performance of a"-On the other hand, at very low probe approach (0-7803-4797-8/98/$10.00 1998 IEEE)
C. Measured object
The measured object may also influence the probe dynamic performance. For example, if the component is made of soft deformable material, its structure distorts under probe contact.
Approach
The probe pre-travel may also cause, in addition to the speed lobing errors, frictional errors due to the possible sliding between the stylus tip and test piece when the probe approaches the surface at non-right angles. This type of error is also influenced by the surface texture (roughness, waviness) of the measured object.
D. Mode of operation
The mode of operation refers to how the measured points are sampled with the probe and is closely related to the measurement sampling strategy. The scanning
Mode of Probe
path of the probe around the work would influence the Operation Configuration measurement error since the scanning path would alter factors such as the probe longitude, approach distance, etc. The number of points per gauging surface will also influence the measurement uncertainty, which, in general, decreases with the number of measurement points. speeds, as the probe trigger point is approached, electrical contact noise becomes significant. In practice, the speed is often kept constant so as to E. Operating environment minimise the measurement error.
B. Probe configuration.
On contacting the measured surface, the probe dynamic response of the impact force depends generally upon the probe and stylus mass and rigidity, in particular, probe pre-load spring force, probe orientation and stylus length.
The greater the pre-load spring force (or gauging force), the greater the contacting force required to activate the probe and thus the greater the errors would be. The spring force must be high enough to guarantee good kinematic mount contact, but not be so low that false triggering occurs when the probe is traversed from one gauging point to another.
The orientation angle of the probe (e.g. whether vertical or horizontal) would influence the measurement error due to the variations of the gravitational forces.
Probe dynamic errors may also arise from its operating environment. They can be caused directly by the machine structural distortions due to the mass of the CMM sliding carriages. Some of the static structural errors may already be compensated for using computer software (error mapping), but the dynamic errors are usually not. Of course, the computer compensation software may introduce mathematical errors of its own. The ambient vibration, coupled through the machine, may also result in dynamic measurement errors.
Although the thermal drift in a temperature-controlled environment is usually small, large variation in air temperature, e.g. on the manufacturing shop floor, would influence the dynamic error characteristics due to thermal expansion of the CMM/probe system and work piece.
Ill. EXPERIMENT
Since probe dynamic errors are influenced by a number of factors, as described above, it was necessary to select the most important ones for experiment. This
The measurement speed, v, was varied at levels of 1, The experiments were based upon a medium accuracy moving bridge CMM in conjunction with a touch trigger probe (TP2 or TP7). A one inch calibration master sphere was used as the mechanical reference artefact. The effective stylus tip diameter was calibrated at the beginning of each test run. Whenever the artefact or probe was handled/adjusted, a minimum temperature stabilisation time of half-an-hour was allowed in order for the probe/artefact to reach thermal equilibrium. All the tests were conducted in a temperature controlled laboratory at a constant ambient temperature of 21.6 k 0.1 degrees Celsius.
IV. RESULTS AND DISCUSSIONS
The test configuration for all the results described in this section utilised stylus length = 80 mm, stylus tip diameter = 5 mm, probe orientation = vertical, latitude = 0 degrees (i.e. equatorial), mode of operation = scanning and scan pitch = 80 %.
For these tests, the measurement error was calculated as the difference between the measured radius (as output directly on the CMM computer) and the actual nominal radius of the master (12.700 mm). Fig. 2 shows a polar plot of the actual measurement error versus longitude for the normal pre-load spring force and Fig. 3 for the high spring force configuration. The above polar plots clearly showed the probe lobing characteristic and some random/systematic variation of the actual measurement error with speed. The probe dynamic error may be estimated as the actual probe error minus the mean error over 4 speeds at a specific longitude. Shown in Fig. 4 is a polar plot of the dynamic errors for the normal pre-load spring force test and Figs 6 and 7 have confirmed that a higher pre-load spring force causes larger probe dynamic errors.
The effect of probe type on the dynamic error was also investigated. The actual measurement errors with the TP7 probe are shown in Fig. 8 , which may be compared with Fig The histogram of the dynamic errors for the TP7 probe is given in Fig. I O , which may be compared with Fig. 6 (TP2, normal spring force). With the TP7, the absolute variation of measurement error with speed was significantly decreased. However, since the general level of error was also significantly decreased, the effect of speed on the measurement error was actually more dominant if viewed as a fraction of the total error. Note that the frequency distribution in Fig. 10 appeared to be bimodal (not Gaussian).
It can be seen from the experiments that setting the measurement speed to 3 or 5 mm/s generally produced the lowest dynamic errors. Also, as the mean dynamic errors changed from the most negative to the most positive values, the speed curves were generally in the order of 1, 3, 5 and 8 mm/s (except for the TP7 where the speed curve order was reversed, i.e. 8 , 5, 3 and 1 m m/s) .
V. CONCLUSIONS
The probe dynamic errors are dependent upon a number of factors. The results of some initial experiments have been presented. The following conclusions can be drawn from the above discussions:
1.
Probe gauging force (pre-load spring force) has a very strong effect on the dynamic measurement error. Its effect on the dynamic error was more significant than the effect of any of the other test control factors. To avoid large errors, it is necessary to set it as low as possible.
